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Abstract. Time-resolved measurement of early arriving photons through
diffusive media has been shown to effectively reduce the high degree of
light scatter in biological tissue. However, the experimentally achiev-
able reduction in photon scatter and the impact of time-gated detection
on instrument noise performance is not well understood. We measure
time-dependent photon density sensitivity functions (PDSFs) between
a pulsed laser source and a photomultiplier tube operating in time-
correlated single-photon-counting mode. Our data show that with our
system, measurement of early arriving photons reduces the full width
half maximum of PDSFs on average by about 40 to 60% versus quasi-
continuous wave photons over a range of experimental conditions sim-
ilar to those encountered in small animal tomography, corresponding
to a 64 to 84% reduction in PDSF volume. Factoring in noise consider-
ations, the optimal operating point of our instrument is determined to
be about the 10% point on the rising edge of the transmitted intensity
curve. Time-dependant Monte Carlo simulations and the time-resolved
diffusion approximation are used to model photon propagation and
are evaluated for agreement with experimental data. C©2010 Society of Photo-
Optical Instrumentation Engineers. [DOI: 10.1117/1.3523371]
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1 Introduction
Diffuse optical tomography (DOT) and fluorescence-mediated
tomography (FMT) are emerging as valuable tools for nonin-
vasive visualization of native tissue chromophores and fluores-
cent markers in humans and in laboratory animals.1–3 These
have been used in a wide range of biomedical applications from
clinical-scale breast, brain, and joint imaging4–6 to preclinical
small animal molecular imaging with targeted fluorescent probes
and fluorescent proteins.7–12 Briefly, both DOT and FMT involve
(1) illumination of the target tissue volume with a light source,
(2) measurement of the fluorescent and excitation light transmit-
ted through the tissue, (3) modeling of light propagation through
diffusive tissue, and (4) solving the resulting inverse problem to
obtain the tomographic image.13

Among the important technical challenges in DOT and FMT
is the relatively poor resolution that results from the high degree
of light scatter in biological tissue. Time-resolved measurement
of early arriving photons has been demonstrated by a number
of groups to effectively reduce photon scatter.14–24 Specifically,
early photons take more direct paths between a given source and
detector pair than un-gated, continuous wave (CW) photons. The
extent of photon scatter and hence the volume of the instrument
photon density sensitivity function (PDSF) is therefore reduced,
improving the condition number of the inverse problem.15
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E-mail: mniedre@ece.neu.edu.

Although this concept has been demonstrated previously, sig-
nificant details with respect to measurement of early photons in
tomographic imaging remain poorly understood, for example,
(1) what quantitative reduction in the instrument PDSF can be
obtained by measuring early arriving photons under typical ex-
perimental conditions? (2) how sensitive is the improvement to
the specific detection time gate used? (3) how sensitive is the
improvement to the sample optical properties and optical path
length? and (4) what is the trade-off between early time-gated
imaging and instrument noise performance?

In this work, we measured time-dependant instrument PDSFs
through liquid tissue-simulating optical phantoms using a
picosecond-pulsed laser source and a multianode photomulti-
plier tube (PMT) module operating in time-correlated single-
photon-counting (TCSPC) mode. We demonstrated that the full
width half maximum (FWHM) of the instrument PDSF could
be reduced on average by a factor of 40 to 60% by measuring
photons that arrived during the 5 to 10% point on the rising edge
of the transmitted intensity curve. This was demonstrated over a
range of optical properties and path lengths relevant for red and
near-infrared (NIR) small animal imaging. We also show that
these data agree well with the results of time-dependant Monte
Carlo simulations except at very early time points where sim-
ulations predict that a larger improvement could potentially be
obtained with a modified instrument. In contrast, results from the
time-resolved diffusion approximation to the Boltzmann trans-
port equation (BTE) showed good experimental agreement for
quasi-CW measurements but significant disagreement at early
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Fig. 1 (a) Schematic of the system used to measure time-dependant PDSFs and (b) the FWHM of the system temporal impulse response function
was 163 ps.

time gates. These results are important for time-dependent FMT
and DOT since they demonstrate that a 64 to 84% reduction in
instrument PDSF volume can be practically obtained with a cor-
responding improvement in imaging resolution. To our knowl-
edge, this has never been demonstrated quantitatively previously
with a systematic experimental approach.

2 Methods and Materials
2.1 Instrumentation
The system used for time-resolved measurement of instrument
PDSFs is shown in Fig. 1(a). A customized pulsed supercontin-
uum fiber laser with an 80-MHz repetition rate was used as the
light source (Koheras SuperK Power, NKT Photonics, Birkerod,
Denmark). The laser was modified by the manufacturer so that
it had a shortened fiber compared to standard models, which
reduced the pulse width to approximately 300 ps. The output of
the broadband laser was passed through a visible-NIR splitter
device (SpectraK Split; NKT Photonics) to isolate the 550- to
850-nm section of the pulse and then was further filtered with a
670-nm bandpass (BP) interference filter (30-nm FWHM;
Chroma Technology, Bellows Falls, Vermont). It is a property
of supercontinuum pulse generation that different temporal po-
sitions in the broadband output pulse correspond to different
emission wavelengths; therefore, wavelength selection with the
interference filter reduced the pulse width to about 30 ps (i.e.,
reduced by a factor of the ratio of the filter BP divided by the
full pulse spectral width).

The 670-nm light was focused to a 1-mm spot size at the sur-
face of the sample chamber with a 300-mm-focal-length achro-
matic planoconvex lens (Edmund Optics, Barrington, New Jer-
sey). The width of the custom-made chamber could be adjusted
between 1.5 and 6 cm and the chamber was filled with liquid
media approximating the optical properties of biological tissue
at red and NIR wavelengths (see Sec. 2.2). A 1-mm pinhole was
placed at the exit plane of the chamber, coaxial with the input po-
sition of the laser. Light from the chamber was collimated with
a planoconvex lens (f = 50 mm; Edmund) and passed through a
second 670-nm interference filter.

Transmitted light was measured with a 16-channel photo-
multiplier tube assembly with a large 16- × 16-mm active cath-

ode area (PML-16-C, Becker and Hickl, Berlin, Germany) con-
nected to a TCSPC card (SPC-130, Becker and Hickl). The tem-
poral resolution (i.e., time bin width) of the TCSPC card was set
to 7 ps in all cases. The PMT assembly was preselected by the
manufacturer to have an impulse response time of about 150 ps,
suitable for photon counting. For the current experiments, the
signals from each channel were summed after correction for the
minor time skew between channels (about ± 75 ps per channel)
to yield a single measurement. In future experiments, we intend
to treat the 16 channels independently, for example, by adding
spectroscopic capabilities to our system. The measured instru-
ment temporal impulse response function (TIRF) is shown in
Figure 1(b). The FWHM of the TIRF was 163 ps, which agrees
well the performance specifications of our laser source (∼30 ps)
and multichannel PMT (∼150 ps).

2.2 Optical Phantoms and Data Collection
Homogeneous liquid optical phantoms were prepared from a
mixture of 20% Intralipid stock solution (Baxter Healthcare
Corporation, Deerfield, Illinois) and ink (Higgins Ink, Sanford
Corporation, Bellwood, Illinois), which modified the scattering
and absorption coefficients of the solution, respectively. Opti-
cal properties were varied over a range that is relevant for red
and NIR imaging in mice;25, 26 specifically the final intralipid
concentration was varied from 1 to 5% (corresponding to ap-
proximately μ′

s = 17 to 85 cm−1 at 670 nm) and the final ink
concentration was varied25 from 50 to 150 ppm (corresponding
to approximately μa = 0.15 to 0.45 cm− 1 at 670 nm). Measure-
ments were repeated at least four times for each condition.

A 1-mm-diam absorbing rod was translated through the
medium (x stepsize = 0.25 mm, z stepsize = 0.5 mm) using
computer-controlled stepper motor stages (XSlide, Velmex Inc.,
Bloomfield, New York) and the transmitted full-time curve was
recorded at each point. This enabled us to measure the rela-
tive effect of the absorber at each position for each time gate.
Acquisition times were 2 s per position and the laser power
was adjusted between 0.5 and 10 mW at the sample to give
comparable photon count rates for each condition.

To measure the fluorescence PDSF, the absorbing rod was re-
placed with a 2-mm-diam × 1-cm-long tube filled with Intralipid
(1% Intralipid with 50 ppm ink) and 10-μM Alexafluor-680 dye
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(Invitrogen Corporation, Carlsbad, California) attached to the
end of a fine rod. The fluorescent tube was positioned so that
the middle was at the same vertical position as the laser. In this
case, the filter in front of the PMT was replaced with a 730-nm
filter (30-nm BP; Chroma) to detect the fluorescent light.

2.3 Data Analysis
Full time curves were first acquired for each experimental con-
dition without the absorbing rod in place. In each case, curves
were analyzed to find time points corresponding to 0.5, 1, 5, 10,
and 50%, on the rising and falling edges of the measured time-
resolved curves as well as the peak and quasi-CW (integrated)
intensities. The rationale here was that this enabled comparison
of data for different optical properties and chamber path lengths
(as opposed to absolute time gates), since the length of the full
time curves vary significantly between conditions. Signals for
each rod position and each time point within a narrow (7 ps)
time window were normalized to those from the control signals
(i.e., without an absorbing rod in place) and then subtracted from
unity. These data were then plotted as a function of rod position
to yield the experimental PDSF. Data were then analyzed to de-
termine the FWHM in the middle plane of the PDSF for each
condition and time gate.

2.4 Analytical Calculation of PDSFs
Analytical calculation of time-dependent PDSFs has been com-
prehensively described previously in the literature. The photon
field at a time t between a source and detector pair following a
laser pulse can be written as the weight function:18

W (rs, rd , t) =
∫ ∫ t

0
Uo(r, rs, τ )G(rd , r, t − τ ) dτ d3r, (1)

where τ is an integrating factor for time; r is the position in-
side the diffuse media; and rs and rd are the source and de-
tector positions of each source-detector pair, respectively. The
Green’s function G and Uo are normally calculated using an
analytical approximation to the BTE. In this work, we used the
diffusion approximation to the BTE, since it is commonly used
in modeling light propagation in diffusive media, for example,
in small animal tomographic imaging. Importantly, diffusion
theory uses the P-1 approximation to the spherical harmonic ex-
pansion of the photon radiance and also assumes that all sources
emit isotropically.27 Using the diffusion approximation, it can
be shown that the time-resolved photon fluence rate following
an infinitely short laser pulse in an infinite medium is28

N (r, t) = 1

(4π Dct)3/2
exp

( −r2

4Dct

)
exp(−μat), (2)

where t is the time following the pulse; r is the position in the me-
dia; D is the diffusion coefficient, where D = [3(μ′

s + μa)]−1;
μ′

s is the reduced scattering coefficient; μa is the absorption
coefficient; and c is the speed of light in the media.

2.5 Monte Carlo Simulations
We developed a set of C-code to calculate time-resolved PDSFs
based on the Monte Carlo code publically available on the Ore-
gon Medical Laser Center website.29 Semiinfinite slab geome-

tries of varying thickness (l), scatter (μs), and absorption (μa)
were used to model our experimental conditions. In all cases, the
anisotropy factor g for Intralipid was taken to be 0.85. Photons
were launched into the media from a pencil beam source, and
the scattered photon path and exit time was logged for all pho-
tons that exited the media at a 1- × 1-mm “detector” position
coaxial from the entry point. In each case, 1 billion photons were
tracked, which required about 72 h of computation on a 3.2-GHz
Dual-Core PC running Linux. The paths of photon propagation
for the rising edge of the transmitted intensity curve were then
analyzed to yield the PDSFs.

3 Results
3.1 Analysis of PDSFs at Different Time Gates
The basic analysis performed in these experiments is shown in
Fig. 2. As already described above, full-time transmitted inten-
sity curves were analyzed to yield time points corresponding to
0.5, 1, 5, 10, and 50% of the peak intensity on the rising and
falling edges of the curve. A typical transmitted full time curve
for a 2-cm chamber path length with 1% Intralipid and 50 ppm
ink (corresponding to μ′

s = 17 cm− 1 and μa = 0.15 cm− 1)
is shown in Fig. 2(a). These data were analyzed, as already de-
scribed, to yield the PDSF at each time point. Example measured
PDSFs at the 50% rise, peak, and 50% decay points along the
curve are shown in Figs. 2(b) to 2(d), respectively. As expected,
the plots became broader with time due to the photon scatter
following the laser pulse.

As a metric of the extent of this photon scatter, the FWHM
of the PDSF at the middle plane (i.e., where photon scatter was
maximal) of the sample chamber was measured. The FWHM
of the PDSF as a function of time gate is shown in Fig. 2(e).
In this case, the FWHM of PDSFs for time gates earlier than
the 10% rise point of the TPSF was 48 ± 8% of the quasi-CW
width. Since this represents the reduction in the PDSF radius,
the corresponding reduction in the 3-D PDSF volume was there-
fore approximately 77%. The quasi-CW FHWM measurement
here corresponds to the first moment of the time-resolved curve
in Fig. 1(a) (as opposed to the peak), so that the peak of the
curve is actually slightly “early” compared to the quasi-CW
measurement. Photons arriving later than the peak of the TPSF
had a larger PDSF FWHM compared to quasi-CW photons. The
absolute photon arrival times were difficult to measure but the
0.5% rise point was approximately 180 ps after the laser pulse
entered the front surface sample chamber.

3.2 Effect of Chamber Path Length
To test the effect of the path length on the width of the PDSF,
the width of the sample chamber was varied from 1.5 to
6 cm. As in the preceding, the chamber was filled with liquid so-
lution containing 1% Intralipid and 50 ppm ink (corresponding
to μ′

s = 17 cm− 1 and μa = 0.15 cm− 1). The absolute FWHM
of the PDSF in millimeters is shown in Fig. 3(a), along with the
relative PDSF FWHM [Fig. 3(b)] for the 5 and 50% rise points
of the transmitted curve. As expected, increasing the chamber
path length in both cases resulted in a wider PDSF since more
scatter occurs through the longer path length. However, the rel-
ative width of the PDSF did not vary significantly, particularly
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Fig. 4 Effect of (a) changing the Intralipid concentration (ink concentration was 50 ppm in all cases) and (b) changing the ink concentration (Intralipid
concentration was 1% in all cases) on the relative PDSF FWHM at different time points.

for chamber path lengths between 1.5 and 4 cm. Specifically, the
PDSF FWHM was 42 to 48% and 50 to 58% of the quasi-CW
PDSF for the 5 and 50% points on the rise portion of the curve,
respectively, for 1.5- to 4-cm chamber widths. Chamber path
lengths longer than 4 cm resulted in slightly broader relative
PDSF FHWMs at early time gates.

3.3 Effect of Media Optical Properties
To understand the influence of phantom optical properties on
the FWHM of the measured PDSF, we varied μ′

s and μa over
a range meant to mimic optical properties found in biologi-
cal tissues at red and NIR wavelengths. Figure 4(a) shows the
effect on the relative FWHM of the measured PDSFs for 1, 3,
and 5% Intralipid (μ′

s = 17, 34, and 81 cm− 1, respectively) with
50 ppm ink added (μa = 0.15 cm− 1) in call cases. When scatter-
ing was increased, the absolute width of the FWHM decreased,
but the relative width of the FWHM for early arriving photons
compared to quasi-CW photons increased slightly from 48 ± 8
to 60 ± 2%. The decrease in the absolute PDSF FWHM with
increasing scatter results from a corresponding reduction in the
diffusion coefficient D and a more-rapid radial fall-off of the
fluence rate from the source, as in Eq. (2). Similarly, Fig. 4(b)
shows the absolute width of the FWHM decreased when the
absorption coefficient was increased, whereas the relative width
increased from about 48 ± 8 to 56 ± 4% of the quasi-CW
PDSF. Therefore, larger optical properties resulted in slightly
less reduction in photon scatter when measuring early photons.

3.4 Fluorescence PDSF
The absorbing rod was then replaced with a 2-mm-diam tube
filled with 10 μM Alexafluor-680 dye in Intralipid. For these
experiments, the chamber was filled with a solution of 1% In-
tralipid with 50 ppm ink (μ′

s = 17 cm− 1 and μa = 0.15 cm− 1).
The measured FWHM of the PDSF as a function of the quasi-
CW fluorescent signal is shown in Fig. 5. Although not indicated

here, the length of the measured fluorescence curve was signifi-
cantly longer than the excitation curve due to convolution with
the 1.2-ns fluorescence lifetime. In this case, the PDSF FWHM
at early gates was 52 ± 6% of that for quasi-CW photons. The
reduction was therefore slightly less than was observed in the
case of the absorbing rod. It is known that the scattering coeffi-
cient for Intralipid (as well as biological tissue) decreases with
increasing wavelength so that the contribution of the scatter at
the emitted wavelength (730 nm) may have slightly increased the
width of the PDSF versus the excitation light (670 nm). Never-
theless, the reduction in the measured fluorescent PDSF at early
gates was observed to be similar to that for the absorption PDSF.
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for a 2-mm-diam tube filled with Alexafluor-680.
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In both cases, the photon counting rate was 1 × 106 photons/s.

3.5 Instrument Noise Performance at Different Time
Gates

Generally, it was observed that the uncertainty in the PDSF mea-
surements was larger at early time gates due to increased noise at
early time points. To quantify this, we performed 100 measure-
ments with either 0.2- or 1-s total acquisition times, without an
absorbing rod in place and determined the mean (I) and standard
deviation (σ ) of the intensity at each of the time points shown
in Fig. 6. For these measurements, the photon count rate was
1 × 106 counts/s. Here, the chamber length was set to 2 cm, 1%
Intralipid, and 50 ppm ink (μ′

s = 17 cm− 1, μa = 0.15 cm− 1).
The resulting SNR, defined as SNR = 20 log (I/σ ), is shown
in Fig. 6. These data indicate that the SNR for photons arriving
before the 5% rise point of the time-resolved curve is less than
20 dB, resulting in the larger measurement uncertainties. There-
fore, while our other data show that measurement of “earlier”
photons than about the 5 to 10% rise point marginally reduced
the measured width of the PDSF, the system SNR performance
was significantly worse. Note also that the measurement noise
at very early time gates was about 2 times larger than would be
expected from photon-counting (Poisson) noise. Analysis of our
data shows that there appeared to be a small (5 to 10 ps) low-
frequency wobble of the full-time curve during measurements.
This had negligible effect at later time gates, but at very early
times contributed to the reduced SNR.

3.6 Theoretical Modeling
Time-resolved Monte Carlo simulations were performed to
model the experimental measurements already performed.
Figure 7(a) shows the results of a simulation (parameters: 2-cm
chamber length, μs = 112.5 cm− 1, g = 0.85, μa = 0.15 cm− 1)
compared to the experimentally measured data (Intralipid =
1%, ink = 50 ppm). The results show that the simulation re-
sults agreed well with the experimental data for the rising edge
and quasi-CW data except at very early time gates (<5% of
the peak) where the simulation predicted a larger reduction in

PDSF FWHM than was experimentally observed. As we dis-
cuss shortly, this is most likely due to the non-ideal (i.e., finite-
width) temporal impulse response function of the system. Fur-
ther, the simulations show that average number of photon scat-
tering events for photons arriving in the 5% rising time point
was about 1/3 of the average number of all photons, i.e., ∼600
and 2000 scatters, respectively. This is close to the decrease in
instrument PDSF FWHM predicted from the simulation.

Finally, we used the time-resolved diffusion approximation
(TRDA) to the BTE to calculate our instrument PDSF at early
and quasi-CW time gates. The PDSF FWHM is shown in Fig.
7(b) along with the experimental data for the same conditions.
From these data, we can see that the TRDA underestimates the
reduction in the PDSF FWHM observed by measuring early
photons by about 20% at the 5 and 10% rise points. The impli-
cations of the theoretical modeling are discussed shortly.

4 Discussion and Conclusions
In all cases investigated here, the use of early photons signifi-
cantly reduced the amount of photon scatter and the correspond-
ing instrument PDSF. Our data show that on average, about 40
to 60% reduction in the FWHM of the PDSF was achievable by
measuring early compared to quasi-CW photons over the range
of optical properties and path lengths investigated herein. This
implies the volume of imaging PDSFs can be reduced by a factor
of approximately 64 to 84% with a corresponding improvement
in imaging resolution. The improvement is most likely highly
dependent on the temporal response function of the measure-
ment system; in this case, our system TIRF FWHM was 163 ps.
The quantitative effect of altering instrument components and
thus the system TIRF—for example, by replacing the filtered
supercontinuum source with a faster pulsed laser—is not well
understood and is the subject of ongoing study. Further, as we
have demonstrated the reduction in photon scatter by measuring
early photons comes at a cost of reduced noise performance and
instrument sensitivity.

The optical properties and path lengths used here were cho-
sen to be relevant for red and NIR light propagation in biological
tissue. As noted, while increasing the path length, decreasing μ′

s
and μa all increased the absolute width of the PDSF for all time
gates, the fractional reduction in FWHM was observed to be
relatively consistent. This implies that measurement of early
photons will give similar tomographic imaging improvement
in different organs and tissue types in small animals.25, 26 Fur-
ther, the observed reduction in scatter at larger physical scales
implies that the use early photons may indeed be valuable for
tomographic imaging of larger laboratory animals or even at
clinical scales.

Detection of “earlier” photons than about the 5 to 10% rise
point of the time-resolved curve did not result in significantly
narrower PDSFs, whereas the noise performance of the instru-
ment was significantly worse. Therefore, we conclude that the 5
to 10% rise point is approximately the optimal operating point
for early photon measurements for our system. This operating
point is most likely highly instrument dependent, since source
pulse width, detector temporal impulse response, detection sen-
sitivity, and noise properties are different for each configuration.

With respect to modeling photon propagation, the diffusion
approximation was found to agree well with our measured data
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Fig. 7 Theoretical system PDSF FWHMs for the rising and quasi-CW portion of the curves calculated using (a) time-resolved Monte Carlo simulations
and (b) the time-resolved diffusion approximation to the BTE.

for quasi-CW measurements but to underestimate the observed
reduction in PDSF FWHM observed at early time gates (i.e.,
<50% of the rise portion of the measured curve). While the
discrepancy was small—about 20% overestimation at the 5 and
10% rise points—it was consistently observed versus our exper-
imental data. This disagreement has been noted qualitatively
previously.14, 18 and is most likely due to the underlying P-
1 approximation as well as the assumption that sources emit
isotropically. Therefore, we conclude that the TRDA will lead
to data-model disagreements if used in the calculation of early
photon forward models for the tomographic image reconstruc-
tion problem. Other models30 such as time-resolved P-3 or SP-N
models or the full BTE were not evaluated here but may yield
better data-model agreement over the complete time curve.

In contrast, time-resolved Monte Carlo simulations agreed
well with our experimental data with the exception of very early
time gates (earlier than the 5% rise point). Simulations predict
that a greater fractional reduction in the PDSF FWHM—by a
factor of 4 or better—should be achievable, but we were not
able to observe this with our setup. This is most likely due to
the finite (non-ideal) TIRF of our system (FWHM of 163 ps)
effectively “smearing” the reduction in scattering at very early
times. However, alternative experimental configurations with a
shorter TIRF may yield greater experimental improvement ver-
sus what was measured here. Again, the use of earlier time gates
would most likely yield decreased measurement SNR, so that
noise-resolution trade-offs would be an important consideration
in the design of such an instrument.
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