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Effect of errors in baseline optical properties on
accuracy of transabdominal near-infrared spectroscopy
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Abstract. A continuous-wave �cw� near-infrared spectroscopy �NIRS�
instrument has been developed to noninvasively quantify fetal cere-
bral blood oxygen saturation �StO2�. A linear Green’s function for-
mulism was used to analytically solve the photon diffusion equation
and extract the time-varying fetal tissue oxy- and deoxy-hemoglobin
concentrations from the NIR measurements. Here we explored the
accuracy with which this instrument can be expected to perform over
a range of fetal hypoxic states. We investigated the dependence of this
accuracy on the accuracy of the reference optical properties chosen
based on the literature. The fetal oxygenation of a pregnant ewe
model was altered via maternal aortic occlusion. The NIR cw instru-
ment was placed on the maternal abdomen directly above the fetal
head, continuously acquiring diffuse optical measurements. Blood
was sampled periodically from the fetus to obtain fetal arterial satura-
tion �SaO2� measurements from blood gas analysis. The NIR StO2
values were compared with the fetal SaO2 measurements. Variations
in the NIR results due to uncertainty in the reference optical properties
were relatively small within the fetal SaO2 range of 30 to 80%. Under
hypoxic conditions, however, the variability of the NIR StO2 calcula-
tions with changes in the assumed reference properties became more
significant. © 2005 Society of Photo-Optical Instrumentation Engineers.
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1 Introduction

The ability to confidently assess fetal oxygenation is of great
importance to obstetricians, midwives, and parents. A defi-
ciency of oxygen in fetal blood can lead to permanent brain
damage, neurological disorders, or even death.1,2 Although
there are a number of methods currently used to determine
fetal health, most are indirect monitors of fetal oxygenation.
During times of uncertainty, physicians are forced to decide
whether a fetus is in distress and if cesarean delivery is nec-
essary based on the information available to them. Electronic
fetal monitors �EFM� are commonly used for fetal heart rate
monitoring, the standard for assessing fetal well-being. How-
ever, studies have shown that “nonreassuring” fetal heart rate
patterns are not always indicative of fetal compromise. In
fact, they have been associated with a high rate of false-
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positive ante partum assessment tests.1–4 Fetal scalp blood
sampling �FBS�, which offers a measure of fetal pH �an indi-
cator of fetal hypoxia�, is invasive and can only provide in-
termittent information.2 Transvaginal fetal pulse oximetry is a
newer method, which measures fetal arterial saturation by
placing an optical sensor on the fetal head or cheek. However,
this method can only be used during labor and can be unreli-
able due to motion and low perfusion.5

Transabdominal NIRS offers a noninvasive method to con-
tinuously monitor blood oxygen saturation and blood volume,
in utero. Biological tissue is relatively transparent in the NIR
region �600 to 1000 nm�, allowing NIR photons to probe
deeply before being absorbed or returning to the tissue
surface.6,7 Photons that do not return to the surface are ab-
sorbed by various tissue chromophores �e.g., water, hemoglo-
bin, lipids, etc.�. In the fetal brain, absorption is primarily due
to oxy- and deoxy-hemoglobin �HbO and Hb, respectively�.8

The use of multiple wavelengths and the knowledge of chro-
1083-3668/2005/10�6�/064001/8/$22.00 © 2005 SPIE
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mophore specific wavelength-dependent molar extinction co-
efficients allows for the determination of these chromophore
concentrations.9

Several developments have been made to improve the abil-
ity of NIRS to offer more accurate quantitative information.
Continuous-wave �cw� instruments require a priori knowl-
edge of the baseline optical properties, or differential path-
length factor �DPF�, in order to map amplitude measurements
to absolute chromophore concentrations. The DPF is the ab-
solute pathlength �dependent on the tissue optical properties,
tissue geometry, and boundary conditions� divided by the op-
tode spacing on the surface. Several investigators have mea-
sured this parameter for various tissue types. However, vari-
ability in baseline blood volume and saturation among
individuals yields uncertain results.10–12 Frequency-domain
�FD� methods13 and time-resolved spectroscopy �TRS�14,15 ac-
quire absorption and scattering properties by fitting phase and
temporal measurements, respectively, to theoretical models
based on the diffusion equation.16 The quantitative accuracy
of the FD and TRS methods, therefore, relies on the theoret-
ical model used to estimate the baseline optical properties.
Accurately quantifying cerebral blood saturation in adults,
neonates,17 or the fetus �transabdominally� is challenging, re-
gardless of the NIR instrumentation used.

Previous studies have demonstrated, through
simulations,18–22 phantom models,23 and in vivo
experiments,22,24 the feasibility of detecting NIR photons that
have penetrated an underlying fetal layer, centimeters deep.
There has been a discussion among investigators as to which
photon diffusion model most accurately describes photon
propagation through a two-layer model,11,12,14,16,22 such as that
described here. In a study by Choe et al.25 a multiseparation,
frequency-domain NIR instrument was employed to obtain
cerebral blood saturation measurements of an ovine fetus at
various stages of hypoxia, in utero. A numerical solution was
used to solve the diffusion equation for the two-layer model.
Several assumptions were made about the baseline optical
properties of both the maternal and fetal layers, in order to
quantify NIR blood saturation measurements.

The goal of this study is to demonstrate the feasibility of
quantifying NIR transabdominal fetal blood saturation mea-
surements, assuming there is uncertainty in the chosen base-
line optical properties, and to investigate the error propagation
due to incorrect baseline assumptions. A pregnant ewe model
was manipulated to allow for a controlled method of altering
the fetal blood saturation. A three-wavelength �730, 805, and
850 nm�, single-separation, cw NIR instrument was em-
ployed to make transabdominal measurements of fetal oxy-
genation changes. The following sections describe in more
detail the experimental protocol and instrumentation that was
implemented. Next, the analytical solution used to estimate
photon diffusion in this two-layer model is discussed thor-
oughly. Finally, the results present the extent of error propa-
gation in the NIR StO2 calculations as several baseline optical
properties are varied, specifically, the baseline fetal and ma-
ternal absorption coefficients, and the global reduced scatter-

ing coefficient.
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2 Materials and Methods
2.1 Animal Preparation
This animal study followed the National Institute of Health
guidelines of the Institutional Animal Care and Use Commit-
tee at Cornell University, Ithaca, New York. This experiment
was performed using a pregnant ewe model at a gestational
age between 130 to 150 days �normal term 148 days�. The
dam was anaesthetized with halothane and mechanically ven-
tilated with 50% N2O and 1.25% isoflurane. A midline ab-
dominal incision exposed the uterus and a hysterotomy was
performed to expose the fetal head.26 The fetal head was ex-
teriorized from the amniotic sac. The left fetal brachial artery
was catheterized for obtaining arterial blood samples and the
right brachial artery was catheterized to monitor fetal blood
pressure. The ears were sutured to the maternal abdomen such
that the fetal head was directly under the maternal tissue,
measured to be approximately 0.5 cm thick. This procedure
was done to eliminate the effect of amniotic fluid on the NIR
measurements. A catheter was inserted through the maternal
femoral artery with a balloon for aortic occlusion anterior to
the common iliac artery. Occlusion was performed in a step-
wise manner by incrementally filling the balloon with saline.
This procedure induces fetal hypoxia by gradually limiting the
amount of blood flow to the uterus and fetus, while not sig-
nificantly affecting maternal oxygenation. A pulse oximeter
was placed on the maternal ear to continuously measure arte-
rial saturation and monitor maternal stability. Arterial blood
samples were taken from the fetal brachial artery throughout
the experiment. The fetal SaO2, Hb, pO2, pCO2, and pH val-
ues were measured by blood gas analysis using an OSM3
hemoximeter �Radiometer, Copenhagen� and an ABL605
blood gas analyzer �Radiometer, Copenhagen�.

2.2 Instrumentation
The cw NIR spectroscopy probe consisted of one source po-
sition and one detector position. The optode separation was
determined using a fast Fourier transform analysis of the sig-
nal component fluctuating at the fetal heart rate, which was
simultaneously detected by an ultrasound fetal heart monitor
placed on the maternal abdomen �Hewlett Packard m300�.
The highest signal-to-noise ratio ��8� was found at an optode
separation of 7 cm. The optical probe was placed on the ma-
ternal abdomen, such that the source and detector straddled
the region above the fetal head. Three LEDs were imple-
mented at 730, 805, and 850 nm �Epitex, L735/805/850—
40B32� and time-multiplexed. The intensities at each wave-
length were detected by a photomultiplier �Hamamatsu
Photosensor Module H6780�. The signals were then filtered
and sampled by an analog-to-digital converter �Real Time
Devices, Inc. ADA2110�. The data points were averaged
at 85 Hz by the data acquisition software and saved for
postprocessing.

2.3 Data Analysis

2.3.1 The model
The diffusion approximation of the radiative transport equa-
tion is the analytical model widely used to analyze photon
migration in highly diffusive media. The diffusion approxima-

tion is based on the assumption that light propagating in
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highly scattering media is close to isotropic due to multiple
scattering events. A large number of medical applications in-
volving NIR spectroscopy or optical imaging have taken ad-
vantage of these approximations and have employed the dif-
fusion equation to optically characterize and monitor the
health status of biological tissue.27

In the diffusion approximation, the diffuse intensity mov-
ing in direction ŝ at position r and at time t may be expanded
in spherical harmonics and expressed as the sum of two terms,
one isotropic term proportional to the fluence rate and one
term proportional to the diffused radiation flux:28

I�r, ŝ,t� =
1

4�
cu�r,t� −

3

4�
Dŝ · �u�r,t� . �1�

Here, u�r , t� is the energy density, and D �cm� is the photon
diffusion coefficient defined as 1/ �3�s��, where �s� �cm−1� is
the reduced scattering coefficient of the medium. In the diffu-
sion approximation, the directional flux is negligible com-
pared to the isotropic term and can be omitted.29,30 The de-
tected signal is, therefore, considered approximately
proportional to the energy density u�r , t�.

The diffusion equation follows from this approximation
and can be derived as

�u�r,t�
�t

= cD�2u�r,t� − c�au�r,t� + S�r,t� , �2�

where �a �cm−1� is the absorption coefficient, c is the speed
of light in the medium, and S�r , t� is the source. The Green’s
function solution to the diffusion equation for an isotropic cw
point light source in an infinite homogeneous medium is

G0�r,rs� =
1

4�cD

exp�− �3�s��a�−1/2�r − rs��
�r − rs�

, �3�

where �r−rs� is the distance from r to the source.
The infinite medium solution to the diffusion equation,

however, does not accurately describe a situation in which the
source and detector are placed on the surface of the tissue
being investigated, as was done in this study. The necessary
boundary condition must be implemented that accounts for
the internal reflection encountered in a semi-infinite medium
or half-space geometry. The extrapolated boundary approach
was employed using the dipole method,31 wherein the fluence
is nonzero on the boundary and set equal to zero at an ex-
trapolated boundary located a distance zb outside the medium.
In this dipole configuration a real light source is positioned
beneath the surface at a distance zs=1/�s�, and a virtual image
source is positioned directly above the surface at a distance
zi=zs+2zb. The effective diffuse Frenel reflectance for a rela-
tive index of refraction of n=1.40 �commonly assumed for
air-tissue boundaries� was calculated as Ref f =0.493 according
to Haskell et al.30 The extrapolated boundary zb was then
calculated as a function of the effective Fresnel reflectance

such that
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zb =
1 + Ref f

1 − Ref f
2D . �4�

This boundary condition was found by Kienle and Patterson32

to accurately resolve �s� and �a from data generated with
Monte Carlo to within 10% and 15%, respectively.

The resulting Green’s function solution to the diffusion
equation for a semi-infinite homogeneous medium is

G0�r,rs� =
1

4�cD
� exp�− �3�s��a�−1/2�r − rs��

�r − rs�

−
exp�− �3�s��a�−1/2�r − ri��

�r − ri�
� , �5�

where �r−ri� is the distance from r to the virtual image
source.

The volume being investigated in this study, however, was
not an ideal homogeneous half-space. Rather it consisted of
two layers, an upper maternal layer and a lower fetal layer.
Although, it was assumed that the tissue scattering coefficient
�s� was uniform over both layers,22,25 each layer could be
characterized by its intrinsic absorption coefficient, which is a
function of tissue blood volume and tissue blood oxygen satu-
ration. In order to utilize the homogeneous Green’s function, a
global absorption coefficient �a0, taking into effect both the
maternal and fetal baseline absorption coefficients, was used
to represent a homogeneous absorption coefficient. It was as-
sumed that fluctuations in absorption ��r , t� �nsec−1� oc-
curred within and uniformly over an entire layer and were
defined with reference to �a0, such that

��r,t� = ��a�r,t� − �a0� · c , �6�

where �a�r , t� is the variable absorption coefficient at posi-
tion r and at time t.

Therefore, measured changes in intensity were attributed
to a fluctuating absorption coefficient in either one or both of
the layers. The intensity measured by the detector was con-
sidered proportional to the energy density u��t�=u��rd , t�,
which can be approximated as a linear function as described
by:33

u��t� = u0� exp	−
 d3r���r����r,t�� . �7�

The weighting function ���r� was computed at each voxel in
the entire volume, such that

���r� =
G0��r,rs�G0��r,rd�

G0��rd,rs�
. �8�

The expression u0� in Eq. �7� represents the energy density
propagating between the single source-detector pair in the ab-
sence of inhomogeneous absorption and can therefore be de-

scribed by G0�, such that
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u0� =
 d3rsG0��rd,rs�S�rs� = S0G0��rd,rs� , �9�

where S0 represents the source power density, which in the
case of this experiment was continuous wave ��=0�.

The measured energy density, proportional to energy den-
sity, fluctuated as we altered the fetal oxygenation. The NIR
measurements were first smoothed with a boxcar average of
500 points, corresponding to a 0.17-Hz low-pass filter. This
effectively removed arterial and respiratory fluctuations
present in the data.

The baseline energy density u��t=0� was assumed equal to
the mean of the first 20 samples �approximately 2 min�. The
natural logarithm of the transmission coefficient T�t�
=u��t� /u��t=0� is then expressed as

− ln T�t� =
 d3r���r����r,t� −
 d3r���r����r,0� ,

�10�

which can be further decomposed into two spatially resolved
compartments,

− ln T�t� =

M

d3r���r�����r,t� − ���r,0�� +

F

d3r���r�

�����r,t� − ���r,0�� , �11�

where the subscripts M and F represent the integral over voxel
locations inside the maternal and fetal layers.

In this experiment, it was assumed that the maternal ab-
sorption coefficient remains stable and that the fetal layer was
the sole contributor to any absorption changes observed in the
data. This assumption reduces Eq. �6� to

− ln T�t� =

F

d3r���r���a��r,t� − �a��r,0�� · c . �12�

It was further assumed that these absorption fluctuations oc-
curred homogeneously over the entire fetal layer, which re-
moves the position dependence from the fetal absorption co-

Table 1 Summary of assumed baseline parameters.

Parameters Maternal Fetal

tHb ��M� 60–200,
best fit: 189

40–80
best fit: 40

StO2 �%� 60–90,
best fit: 60

56.5b

�s��805 nm� �cm−1� 5–10a

best fit: 6

aThe Mie scattering formula �s����=A�−b was used to determine the scattering
coefficient at 730 nm and 850 nm, where b=0.5 �Choe et al.25,37�.
bThe baseline fetal StO2 parameter was assumed equal to the initial fetal SaO2
reading measured by blood gas analysis.
efficient and results in a simplified expression for the data:
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− ln T�t� = ��F�t�

F

d3r���r� . �13�

Here, the integral of �� �nsec/cm3� over the fetal layer is
essentially the partial differential pathlength �PDP�.34

A linear least-squares fit of a priori spectral information to
the data in Eq. �8� was used to calculate the chromophore
concentration changes ��HbO�t� and �Hb�t�� directly. The
absolute fetal chromophore concentrations were calculated as
follows: HbO�t�=HbO0+�HbO�t� and Hb�t�=Hb0
+�Hb�t�. The initial fetal hemoglobin concentrations HbO0
and Hb0 were calculated from assumed fetal tissue blood vol-
ume �tHb� and fetal StO2 at baseline �Table 1�. The fetal StO2
at each time point was then calculated simply as

StO2�t� =
HbO�t�

HbO�t� + Hb�t�
. �14�

2.3.2 Baseline optical properties
The measured chromophore concentration changes are essen-
tially difference measurements from a known reference �base-
line� point. Therefore, a NIR StO2 monitor must take an ini-
tial measurement during a stable, usually normoxic, state,
during which the baseline absorption and scattering properties
can be either measured �e.g., via FD or TRS methods� or
safely assumed. The confidence of the NIR StO2 measure-
ments, thus, relies heavily on the confidence of the chosen
baseline properties.

In this study, several baseline parameters were assumed in
order to quantify the fetal chromophore concentration fluctua-
tions measured in the data. These parameters were chosen
based on values found in the literature15,22,25,35–38 and are de-
scribed in Table 1. The maternal tHb, fetal tHb, maternal
StO2, and the global �s���� were varied over a range of val-
ues, since the literature indicates some intersubject variability.
The error propagation due to uncertainty in these baseline
parameters was analyzed. The best-fit baseline parameters
were determined, using a downhill simplex method,39 by fit-
ting the calculated fetal StO2 values to the measured fetal
SaO2 values �Table 1�.

The baseline fetal StO2 was not varied; it was assumed
equal to the initial SaO2 reading taken from blood gas analy-
sis. In this experiment, the fetal StO2 was expected to remain
in close approximation to the fetal SaO2. This assumption was
founded on data published by Choe et al.,25 in which fetal
SaO2 and local venous saturation �SvO2� values were often
close, if not overlapping, for normoxic and a range of hypoxic
states. Generally, StO2 is modeled as a weighted average of
SaO2 and SvO2. However, the exact contributions in a subject
are unknown and studies have demonstrated that they may not
be fixed at all stages of hypoxia.40 Therefore, there may be
some error due to correlating quantified NIR StO2 values to
SaO2 values, especially at low saturations �severe fetal hy-
poxia�. However, in this study, this source of error has not
been investigated; instead, the focus remains on the errors due
to other baseline assumptions commonly made in quantifying
tissue blood saturation.

The global baseline absorption coefficient �a0��� was cal-

culated as a weighted combination of the maternal baseline
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absorption coefficient �a0M��� and the fetal baseline absorp-
tion coefficient �a0F���. A wavelength-dependent background
term �a

bg��� representing fat and water40 was included in the
absorption coefficient for each respective layer, such that
�a0M,F���=�a0M,F

Hb ���+�a
bg���. Since the extinction coeffi-

cients for fat and water are very similar and the concentration
of fat is much less than that of water, �a

bg���=0.9�a
H2O���.

The errors due to the uncertainty in this background term
were not considered in this study.

The simplex routine assumed a 1:1 contribution ratio for
the maternal and fetal absorption coefficients �a weight of 0.5
for each layer� in the determination of the best-fit baseline
parameters. After the best-fit baseline values are chosen, the
weight wM,F

k ��� of each layer absorption coefficient was opti-
mized using a least-mean-square algorithm, iterated over k.
The new weights were calculated based on the percent signal
contributed from each layer,

wF
k��� =

�Fd3r��
k�r�

�d3r��
k�r�

, �15�

wM
k ��� = 1 − wF

k��� . �16�

The new global baseline absorption coefficient �a0
k ��� was

updated such that

�a0
k ��� = wM

k ����a0M��� + wF
k����a0F��� , �17�

and the change in squared error �e2�k was calculated:

�e2�k = ��a0
k ��� − �a0

k−1����2. �18�

The absorption coefficient weights were optimized when �e2�k

Fig. 1 Fetal hemodynamic response due to occlusion. The solid line re
the dashed line represents the average change in �Hb� over time. Th
balloon with saline. The error bars represent the maximum variation
simultaneously.
was minimized.
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3 Results and Discussion
3.1 Hemodynamic Response in the Fetus Due to

Occlusion

Rather than inflating the catheterized balloon with air, the
balloon was incrementally filled with saline in order to ob-
serve a more gradual change in fetal chromophore concentra-
tions. The balloon was filled in a step-wise manner, 0.1 cm3

at a time, as arterial blood samples were taken from the fetus
and the fetal SaO2 values were noted. When fetal SaO2 values
reached a dangerous low, near 20%, the balloon was drained
of saline to allow for fetal recovery. The changes in �Hb� and
�HbO�, calculated from the recorded NIR data, are shown in
Fig. 1.

The fetus endured two trials of induced hypoxia and recov-
ery. In the first trial, at 0.3 cm3 of occlusion, a slight jump in
fetal �Hb�t� was observed followed by a return to baseline.
At 0.5 cm3 of occlusion, another increase in �Hb�t� was ob-
served. At 0.6 cm3 occlusion, the fetal �Hb�t� rose above
baseline. At 0.7 cm3 of occlusion, there was a steep rise in
�Hb�t� and a decrease in �HbO�t�. At this point the fetal
SaO2 was measured to be close to 10% and the catheterized
balloon was completely drained of all the saline. A return to
baseline was immediately noticeable in both the �HbO�t� and
�Hb�t� traces. The fetus needed approximately 8 min to fully
recover �Fig. 1�.

At the start of the second trial, at 0.3 cm3 of occlusion
there was again a slight jump in �Hb�t� followed by a return
to baseline. At 0.5 cm3 of occlusion, there was again an in-
crease in �Hb�t�. At 0.6 cm3 of occlusion, there was a sharp
increase in �Hb�t� from baseline with an accompanying de-
crease in �HbO�t�. At this point, the fetal SaO2 was again
measured to be close to 10%. In this second trial, instead of
completely draining the balloon of saline, the volume of oc-
clusion was decremented in a step-wise fashion. As occlusion
was brought down to a volume of 0.4 cm3, the �Hb�t� fell,

ts the average change in �HbO� over the course of the experiment and
ed line represents the volume of occlusion by filling a catheterized
e calculated results as all of the parameters in Table 1 were altered
presen
e dott

s in th
while the �HbO�t� fluctuated below baseline. As the volume
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of occlusion was reduced to 0.35 cm3, the �HbO�t� began a
more rapid return to baseline. At 0.3 cm3 of occlusion, the
�Hb�t� also began a prompt return to baseline �Fig. 2�. The
ultrasound fetal heart rate monitor verified that the fetus re-
mained alive throughout the entire experiment.

The calculated NIR StO2�t� curve also demonstrates a di-
rect hemodynamic response due to the induced occlusion
�Fig. 2�. In the first hypoxic cycle, as the catheterized balloon
reached a volume of 0.7 cm3, the fetal tissue blood saturation
dropped sharply. In the second cycle, hypoxia was induced at
an occlusion volume of 0.6 cm3. As the saline was withdrawn
from the balloon, the NIR StO2 measurements returned to the
tissue blood saturation baseline.

However, the SaO2 measurements overshoot the NIR StO2
measurements after the first recovery and undershoot the NIR
StO2 measurements during the second recovery �Fig. 2�. Fig-
ure 3 shows how the calculated StO2 correlates to the SaO2
measurements. The relationship is not strongly linear over the
whole range of SaO2 measurements. However, without any
fetal venous blood saturation measurements, it is unknown
whether the calculated StO2 is linear with some weighted
average of SaO2 and SvO2. This weighted average may have
also fluctuated during the experiment.40

3.2 Error Propagation in StO2�t�
The NIR StO2 results were obviously most reliable while fetal
oxygenation remained in close proximity to the fetal status at
baseline. However, as fetal hypoxia was induced and fetal
saturation levels fell, uncertainty in any of the assumed base-
line parameters resulted in more variability in the calculated
NIR StO2 measurements.

In this study, the global reduced scattering coefficient, the
baseline maternal absorption coefficient, and the baseline fetal
absorption coefficient were independently varied over a range
of possible values in order to investigate the error propagation

Fig. 2 Fetal StO2 calculated from NIR measurements. The diamonds
solid line is the average StO2�t� trace calculated the NIR data using t
occlusion. The error bars represent the maximum variations in the c
simultaneously.
in the calculated NIR StO2 measurements. The effect of error
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in each of the baseline parameters on the resulting StO2 cal-
culation was measured as the fractional error �Fig. 3�, given
by:

�StO2

StO2
� =

max�StO2� − min�StO2�
StO2

, �19�

where max�StO2� and min�StO2� refer to the extrema of
StO2 and StO2 represents the mean StO2 calculated at a spe-
cific point in time.

Fig. 3 Fractional error due to uncertainty in baseline optical proper-
ties. The triangles represent the fractional error in the calculated NIR
StO2 results due to altering the maternal baseline absorption coeffi-
cient �i.e., the maternal tHb and StO2 parameters� over the specified
range of reasonable values �Table 1�. The squares represent the frac-
tional error due to uncertainty in the baseline fetal absorption coeffi-
cient �in particular, the fetal tHb�. The diamonds represent the frac-

ent the fetal SaO2 measurements taken from blood gas analysis. The
lytical semi-infinite model. The dotted line represents the volume of
ed fetal StO2 as a result of altering all of the parameters in Table 1
repres
he ana
alculat
tional error due to uncertainty in �s�.

November/December 2005 � Vol. 10�6�6



Mawn et al.: Effect of errors in baseline optical properties…
The results of the error analysis show that uncertainty in
the global reduced scattering coefficient, the baseline maternal
absorption coefficient, and the baseline fetal absorption coef-
ficient have similar effects on the NIR calculations. The error
propagation due to the baseline maternal absorption coeffi-
cient was deduced by combining the effects of both the ma-
ternal tHb and the maternal baseline StO2. The baseline fetal
absorption coefficient was analyzed by varying the fetal tHb
while the baseline fetal StO2 was held constant at the initial
fetal SaO2 reading �a likely saturation region�.

Above a best-fit StO2 of 40% �i.e., the StO2 calculated
using the best-fit baseline parameters determined from the
minimization routine�, the fractional errors due to uncertainty
in the baseline parameters are relatively low, between 0.1 and
0.2 �Fig. 3�. It has been found in several animal studies, dur-
ing which fetal arterial blood gas samples were drawn, that
the “normal” range of fetal SaO2 generally falls between 30
and 80%. �Studies have shown that fetal oxygen saturation
below 30% is associated with declining fetal arterial pH.41�
Therefore, these results are optimistic that fetal imbalance
would most likely be detectable by the NIR StO2.

3.3 Potential Sources of Error in StO2

Several broad assumptions were made about the baseline pa-
rameters considered in this study. First, it was assumed that
the baseline parameters are restricted to a known range of
values �Table 1�, which was determined by values reported in
the literature. However, it remains possible that these baseline
values fall outside the expected range.

Second, an important parameter which has not been con-
sidered here is the baseline fetal StO2. The variation of this
parameter is equivalent to varying StO2�t=0�, which essen-
tially shifts the NIR StO2�t� curve. In this case, it was as-
sumed that the fetal tissue blood saturation was approximately
equal to the arterial saturation, and was fixed to the SaO2
reading from the blood gas analysis. This may not always be
the case, however, in an uncontrolled in vivo system. Knowl-
edge of the true system geometry as well as a multidistance
instrument are necessary to more accurately determine �a0 �a
function of both fetal and maternal tHb and StO2�, which is
variable from subject to subject.

The background absorption is another parameter that could
be given more consideration in a further study. Here, it was
assumed that the background absorption remains constant
throughout the experiment. It was also assumed to be of equal
weight in both the maternal and fetal layers. In actuality, the
background absorption in the fetal layer could be due to a fat
or water concentration different from that in the maternal
layer. These concentrations may also change with variations
in blood oxygenation.40

It was also assumed that the scattering coefficient re-
mained constant throughout the experiment, over all stages of
hypoxia. Other investigations have shown that the scattering
coefficient does vary with oxygen saturation.40 This could
lead to additional error, since any fluctuations in the data were
considered solely absorptive. However, the changes in the ab-
sorption coefficient are much greater than those typically
found in the scattering coefficient, so any error attributed to

this assumption would most likely be relatively small.

Journal of Biomedical Optics 064001-
The analytical model used to analyze the NIR data was
also founded on assumptions. In order to quantify the fluctua-
tions in the data as fetal chromophore concentration changes,
it was assumed that the maternal layer experienced no fluc-
tuations �Eq. �12��. This assumption was based on the mater-
nal arterial oxygen saturation values recorded by a pulse
oximeter placed on the maternal ear. Yet, this does not ensure
that no blood saturation changes occurred locally, in the ma-
ternal tissue visible to the source-detector probe.

The feasibility of detecting the blood oxygen saturation of
the fetal head, in utero, has been shown here. However, there
is still much work to be done in the way of perfecting an
instrument that would be used and trusted in a real clinical
setting. One large concern arises from the fact that there is a
layer of amniotic fluid between the fetal head and the mater-
nal layer, characterized by a low absorption coefficient and a
low scattering coefficient. This layer of amniotic fluid varies
in thickness depending on the gestational age of the fetus and
the fetal position. It has been shown that intervening amniotic
fluid can significantly affect the photon migration path di-
rectly below the source. A large fraction of photons will be
diverted around the fetal head before being detected at the
surface, resulting in a smaller average absorption.22 A numeri-
cal model based on the radiative transport equation would
more accurately simulate photon migration in cases where
there is a nonuniform contact between the maternal abdomen
and the fetal head. However, in cases of a late fetal gestational
age, where the amniotic fluid layer is minimized, a simple
two-layer diffusion model, such as that used in this study, will
suffice.
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