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Abstract. Confocal microscopy is an emerging technology for rapid imaging of freshly excised tissue without the
need for frozen- or fixed-section processing. Initial studies have described imaging of breast tissue using fluo-
rescence confocal microscopy with small regions of interest, typically 750 × 750 μm2. We present exploration
with a microscope, termed confocal strip-mosaicking microscope (CSM microscope), which images an area of
2 × 2 cm2 of tissue with cellular-level resolution in 10 min of excision. Using the CSM microscope, we imaged
34 fresh, human, large breast tissue specimens from 18 patients, blindly analyzed by a board-certified patholo-
gist and subsequently correlated with the corresponding standard fixed histopathology. Invasive tumors and
benign tissue were clearly identified in CSM strip-mosaic images. Thirty specimens were concordant for
image-to-histopathology correlation while four were discordant. © The Authors. Published by SPIE under a Creative

Commons Attribution 3.0 Unported License. Distribution or reproduction of this work in whole or in part requires full attribution of the original publication,
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1 Introduction
There are several imaging modalities being studied to guide
surgical oncology.1–19 Confocal microscopy is an emerging
technology for rapid imaging of freshly excised tissue without
the need for frozen- or fixed-section processing. Initial studies
have described the major findings of invasive breast cancers
using fluorescence confocal microscopy. However, the regions
of interest (ROIs) used in the analysis were user-selected and
small (typically 750 × 750 μm2). Although these important
findings open exploration into rapid pathology, integrating con-
focal microscopy into a pathology reading setting will require
examination of large specimens in a blinded fashion. Typically,
pathologists initially inspect the entire pathology section with
low 2× magnification objective lens and then zoom in to
ROIs with higher magnifications to closely investigate sus-
pected regions. In this study, we present the development and
testing of an emulated pathology examination-like approach
and exploration with a microscope, termed the confocal strip-
mosaicking microscope (CSM microscope), which images an
area of 2 × 2 cm2 of tissue with cellular-level resolution in
10 min of excision.

Confocal microscopy provides images of fresh tissue with
noninvasive optical sectioning of 1 to 5 μm [depending on
the illumination wavelength, objective lens, and detection
(pinhole) aperture parameters] and with lateral resolution in
the order of 1 μm. However, the field of view (FOV) is small

(∼0.25 mm2) compared to the typical size (cm2) of breast spec-
imens such that individual images allow examination of only
small areas within a whole specimen. Several groups, including
our group, have developed techniques to generate large FOVs
with mosaics of individual images so that entire specimens
can be visualized. In dermatological settings, for example,
confocal mosaicking technology is being implemented for
the detection of residual basal cell carcinoma margins to guide
Mohs surgery of skin.20–23

Dobbs et al.7 conducted an initial study to evaluate the use-
fulness of confocal microscopy for breast specimens. In this
study, the mosaics (composite confocal images) were compared
to the hematoxylin and eosin (H&E)-stained sections, and single
images of ROIs in size 750 × 750 μm2 were extracted for evalu-
ation by the reader (pathologist). Only the ROIs that matched the
architecture in both H&E and confocal images were subjected to
the analysis. This study was an important step toward explora-
tion of rapid pathology to guide surgery. Beyond this study,
the next required advance is to emulate workflow in a typical
pathology setting where the pathologist views the entire tissue
section at low magnification and then zooms in on the suspected
ROI. The need to evaluate entire tissue specimens has generated
interest in exploring imaging and mosaicking techniques on
fresh tissue and the performance of such techniques for rapid
pathology evaluation. Emerging rapid pathology techniques
must emulate current examination techniques of pathology
slides where the tissue section is initially inspected with
a low 2× magnification objective lens and then zoomed in to
ROIs with higher magnifications using objective lenses of 4×
to 20× magnification.
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Our approach with the current prototype CSM microscope
provides an FOV of up to 400mm2. We briefly describe the
CSM microscopy technique in Sec. 2 and point the reader to
our previous publications for a more detailed description.24,25

The basic idea of a mosaicking microscope is to generate
a mosaic from individual high-resolution images. The CSM
microscope acquires long strip images and stitches the image
strips to complete the mosaic. The current prototype CSM
microscope is capable of producing an image of 2 cm × 2 cm
tissue in less than 5 min once the specimen is mounted on
the microscope. The total time from tissue extraction to staining
with a nuclear contrast agent and scanning to produce a mosaic
is ∼10 min. Because the images are acquired with cellular-level
resolution, the pathologist can zoom in and zoom out to observe
the tissue with different magnifications, similar to the use of
low and high magnifications when examining frozen or fixed
sections for histopathology under a wide-field microscope.
Both CSM instrumentation and methods, including initial imag-
ing test experiments on breast tissue, are described in detail in
our earlier publications.24

Following the initial experiments, we conducted a study to
test the imaging on specimens as large as those that are routinely
used for conventional pathology, followed by analysis of the
mosaics against the corresponding H&E histopathology for
concordance and discordance. Here, we present the results of
our investigation of assessment of 34 fresh breast tissue speci-
mens using the CSM technique where the pathologist has access
to the whole view of the tissue and quickly focus on areas of
interest—a compatible practice to that when pathologists view
H&E-stained slides.

2 Methods
Under a protocol that was approved by the institutional review
board of Memorial Sloan Kettering Cancer Center (MSKCC), a
total of 117 breast tissue specimens obtained from surgical exci-
sions and mastectomy specimens from 50 patients were imaged.
Of these, 83 specimens were used to complete the development
and testing the microscope and the methods beyond the initial
work that was reported earlier.24 There are multiple factors in the
technique, such as the leveling mechanism (described below),
applying correct pressure on the tissue, using proper overlap
in the stitching algorithm to remove vignetting effects, and
containing the specimen in the scanning FOV, involved in pro-
ducing confocal mosaics of large areas (2 × 2 cm2) of fresh
tissue. Because the CSM microscope is an experimental labo-
ratory instrument, during the early development stage of the
microscope it was difficult to achieve all the factors in every
imaging session. This produced images that were not suitable
to include in the study. We used the following criteria to select
images for evaluation:

1. The entire specimen must be included in the image.

2. Optical vignetting artifacts (falloff) must be properly
corrected in the tissue area of the image (disregarding
the edges of the image).

3. Some structures (lobules, ducts, adipose tissue, etc.)
must be visible in the unzoomed view of the image.

Subsequently, mosaics of the remaining 34 fresh specimens
from 18 patients collected were assessed for this study. Each
specimen, typically 15- to 20-mm long and ∼15-mm wide,
was immersed in 0.6 mM acridine orange (AO) (a fluorescent

dye that labels the nucleus) for 45 s, placed on the optical cover-
glass window of the CSM microscope, and scanned with a 488-
nm laser. Each scan produced an image of 0.5-mm wide by the
length of the sample. The images consist of measured values of
∼1-μm lateral resolution and 3-μm optical sectioning. Image
strips were acquired and they were merged (stitched) along
the length of the strip to create a seamless mosaic of the entire
tissue specimen. The CSM microscope can currently produce
mosaics that display 10 mm × 10 mm specimen in 90 s and
2 cm × 2 cm specimen in less than 5 min after the tissue is
mounted on the CSM microscope. In addition to the unique
design of the microscope to acquire confocal image strips,
there are two other components that are necessary for successful
imaging of large tissue specimens. These two components are
the tissue holder and the leveling mechanism.

2.1 Confocal Strip-Mosaicking Microscope

The strip mosaicking scheme is shown in Fig. 1. It employs a
fast scan by a polygon in the þx-direction and the slower scan
by a stage in the �y-direction. The fast scanner produces a laser
line (in the x-direction) that defines the width of a strip. The
sample is translated orthogonally to the laser line (in the y-direc-
tion) by the stage. For a 10-mm-long strip, the aspect ratio of the
resulting image strip is 1∶20. To scan the first strip, the stage
translates the sample inþy-direction. Once strip 1 is completed,
the stage moves in the þx-direction, a distance less than the
width of the strip. The stage then moves in the return scan

Fig. 1 Schematic depicting of the CSM mechanism. A laser spot
(blue circle) is scanned in þx -direction by a polygon creating laser
lines (blue lines). The scan length of the laser spot sets the width
of a strip. The sample is translated orthogonal to the laser line in
þy - and −y -directions to create image strips. Once the scan of an
image strip is completed, the sample is displaced in −x -direction,
a distance less than the width of the strip. This leaves overlap
between any two strips (depicted in gray). Image strips covering the
entire sample are collected.
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direction to complete the next strip. This process is repeated
until the entire tissue is imaged. Because the x-direction move-
ment is less than the width of a strip, strips are overlapped
(shown in gray in Fig. 1) with adjacent strips. The overlap is
∼10% of the width and used as a parameter in the stitching
algorithm.

The advantages of the strip mosaic method over the tradi-
tional square FOV mosaics are threefold. First, because the
stage motor is run continuously along a strip instead of starting
and stopping between each image acquisition, the total time for
image acquisition is decreased by approximately a factor of 2.
Second, the one-dimensional optical scan has intensity falloff
along only one dimension, whereas the two-dimensional optical
scan results in intensity falloff along both scan directions in the
image, which makes image correction more complicated. Third,
in the square mosaic, each successive square image must be reg-
istered to two previous images, which increases computing com-
plexity and therefore time, and where errors in image alignment
in a previous row can have a detrimental effect on registration of
images in the following row. In the strip mosaic, each strip is
stitched to only the preceding strip, and there is no compounding
of errors.

2.2 Tissue Holder

A critical component of mosaicking on large areas is to ensure
that the fresh tissue specimen surface is flush with the coverglass
window at the interface. Any microscopic space between the
coverglass window and the specimen blurs the image. We devel-
oped several mechanisms to press tissue against the coverglass
window and these methods have been described in our previous
publications.26 Because the tissue architecture and density differ
from organ to organ, a tissue holder for breast tissue was
designed and developed. Breast tissue is typically fatty and
soft and when pressed against a coverglass window, it tends
to slide out of position. We designed a holder that encapsulates
the tissue before applying pressure so that the breast specimen is
held in place without sliding (Fig. 2). Another consideration was
applying the correct amount of pressure so that breast tissue is
flattened onto the coverglass window while minimizing tissue
distortion. This challenge is further elaborated in detail in Sec. 4.

Fig. 2 A schematic of the breast tissue holder, before applying pres-
sure on the sample. The tissue holder consists of a chamber filled with
water and a piston. The chamber has a rigid body housing (outlined in
green) that is connected to an elastic bladder (outlined in orange). The
coverglass secures onto the rigid housing of the chamber. When the
piston is retracted, the elastic membrane sinks into the water cham-
ber. To flatten the sample onto the coverglass, we first retract the pis-
ton to create a concaved space, and then secure the coverglass with
the sample to the housing. Once the coverglass is secured, we insert
the piston down to apply pressure on the sample. Because pressure is
applied homogeneously on the bladder, the concave dome encapsu-
lates the tissue in place and applies pressure to flatten the sample.

Fig. 3 Schematic showing the orientation of tissue–coverglass–window interface (depicted with dashed-
red line) and the focal plane (dashed-turquoise line). The picture on the left illustrates the case of unpar-
allel planes and the picture on the right illustrates the parallel case. The angle between the tissue–cover-
glass–window and the focal plane is exaggerated in the illustration for visual clarity. The focal plane is
perpendicular to the optical axis of the microscope. The objective lens and the laser focal spot are sta-
tionary while the sample is scanned back and forth over the laser focal spot (scanned direction is shown
with the double-headed chartreuse arrow). When the two planes are not parallel to each other the laser
focal spot is outside the desired tissue section. When the planes are parallel, the laser focal spot remains
on the tissue.
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Fig. 4 Invasive ductal carcinoma: (a) CSM image of a 2 cm × 2 cm tumor and (b) H&E-stained section of
the same tumor.

Fig. 5 Infiltrating ductal carcinoma: the size and architecture of the tumor in the CSM image (left)
matches the histology H&E-stained section (top-right). Nests of ductal carcinoma invading stroma
and adipose tissue in (A) CSM-image and (B) H&E-stained section.
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2.3 Leveling Mechanism

CSM microscope images are ∼2 cm × 2 cm. The microscope
has 1-μm lateral resolution and 3-μm depth resolution (optical
sectioning). The requirement for imaging a selected 3-μm-thin
optical section on the sample is that the tissue–coverglass–
window interface must be parallel to the focal plane of the optics
in the entire scanning area. The schematic in Fig. 3 is used to
illustrate the planes orientation. Misalignment in these two
parallel planes leads to dark and blurred regions in a mosaic.
Parallelizing the two planes requires careful alignment using
CSM’s leveling mechanism before a specimen is scanned.

2.4 Sample Preparation and Imaging

The tissue specimens were kept moist in isotonic phosphate-
buffered saline (PBS) until they were imaged. Tissue specimens
were submerged in 0.6 mM AO for 45 s and rinsed twice in two
fresh PBS baths for 30 s each time. The specimen was mounted
on the coverglass window and imaged.

A total of 34 tissue specimens were collected from female
patients including 8 invasive carcinomas, 3 ductal carcinoma
in situ (DCIS), and 23 benign breast tissue specimens. CSM
images were acquired sequentially in two modes of contrast:
exogenous fluorescence with AO staining which highlights the
nuclei, comparable to staining with hematoxylin, and endog-
enous reflectance which highlights the stroma, comparable to
the staining with eosin. Specimens were subsequently fixed

in formalin and processed to obtain routine H&E-stained sec-
tions. The H&E-stained sections and CSM images were com-
pared by our pathologist (M.P.M).

The images were displayed on a 30-in. HP ZR30w LCD
monitor with pixilation of 2560 × 1600. The full CSM image
was initially followed by digitally zooming in at low magnifi-
cation (corresponding to magnification of 2×, as is performed
when examining pathology) on ROIs. The ROI was further
investigated by zooming in at higher magnifications to
analyze cytological details and microstructures. A side-by-side
comparison between CSM images and histopathology was per-
formed to analyze the correlation (by M.P.M). The images were
evaluated for the presence of invasive carcinoma, DCIS, and
benign breast parenchyma.

3 Results
The 34 mosaics that were created for comparison to histology
demonstrate reproducibility of the tissue fixturing and mosaick-
ing algorithm. Lateral registration between the edges of images
was observed to be subpixel. The majority of the mosaics appear
seamless and contiguous with high-resolution and uniform illu-
mination over large areas of tissue and are useful for clinical
visualization and comparison to histology. The image quality
of the mosaics is reproducible for examination of the gross
morphology and cytologic detail in the majority of cases. The
fluorescence signal and visual contrast of nuclear staining are
acceptable as qualitatively and independently assessed by our

Fig. 6 DCIS: fluorescence mosaic showing several ducts expanded by proliferation of cells. Nuclei in the
(a) CSM-image and (b) H&E-stained section, represented by the irregular oval to circular granular white
structures, are crowded and abnormally arranged.
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pathologist (M.P.M). The artifacts on the borders of image
mosaics were negligible and not distracting in more than
90% of the mosaics. (We realize that whether an artifact is
perceived as “distraction” is dependent on the image reader.)
Viewing mosaics at low magnification, equivalent to viewing
with a 4× objective lens on a standard pathology microscope
showed good resolution and contrast and was usually sufficient
to readily detect and distinguish invasive and in situ carcinoma
from benign breast tissue.

3.1 Concordant Cases

Of the 34 tissue specimens that were mosaicked, concordance
was seen in 30. Invasive carcinomas are identified in the CSM
images and correlate with the H&E-stained section from the
formalin-fixed paraffin-embedded (FFPE) tissue. The size and

Fig. 8 Discordant case: top-left and top-right are the 1× views of H&E-stained section and CSM image,
respectively. (a) 4× view of mucinous carcinoma of box a. (b) This focus of mucinous carcinoma was not
identified on the CSM image.

Fig. 7 Normal adipocytes: in the CSM-image the cell membranes are
clearly defined.
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shape of the invasive tumor match the histopathology, and the
interface of the invasive carcinoma and surrounding adipose
tissue can be accurately outlined (Figs. 4 and 5). Nuclei are seen
as bright ovals in the fluorescence image [Fig. 5(a)] correspond-
ing to purple-stained nuclei in H&E-stained sections [Fig. 5(b)].
Figure 6 shows DCIS, where dilated ducts are expanded by
proliferation of cells. Fibrous stroma can be distinguished from
surrounding adipose tissue in the CSM images. Adipocytes are
visualized as round or oval with individual well-circumscribed
cell borders (Fig. 7). Of note, the tissue subjected to AO staining
was not altered at all for the subsequent histopathological
processing.

3.2 Discordant Cases

Of the 34 tissue specimens that were mosaicked, the interpre-
tations of the CSM image and H&E-stained slides were discord-
ant in 4; 2 cases of invasive carcinoma and 2 cases of DCIS. In
one case (Fig. 8), a focus of mucinous carcinoma was not iden-
tified on the CSM image. It is difficult to tell if the mucinous
carcinoma is present on the CSM image or if it first appeared in
the deeper level H&E-stained section. In the second case
(Fig. 9), the area of DCIS identified in the H&E-stained section
is blurry on the corresponding CSM image, which was called
benign. However, other areas of the specimen were imaged

Fig. 9 Discordant case: top-left and top-right are the 1× views of H&E-stained section and CSM image,
respectively. (a) The H&E 1× view and the 4× view (bottom left) shows DCIS, which was not diagnosed in
the 1× view of the CSM image (b) because the area is blurry. However, other parts of the specimen are
imaged properly as highlighted in (c) (10× view) showing a clear area of benign breast lobules on the
CSM image.
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clearly as small benign lobules and stroma were identified in the
10× CSM view (C). Figure 10 shows a moderately differentiated
invasive carcinoma that was interpreted as stroma in the CSM
image. However, in retrospect, the area shows increased num-
bers of bright white nuclei in a haphazard pattern that should
have raised suspicion that there was an infiltrative carcinoma
present. In the CSM image, the top half shows a good image
of benign breast tissue considered concordant, but the bottom
half of the image was not imaged well and the tumor seen in
the H&E image is dark with contrast similar to stroma of breast
tissue in the CSM image.

4 Discussion
Several studies show that confocal imaging can be useful for
detecting tumor morphology in fresh breast tissue. However,
because of selective examination of relatively small areas com-
pared to the larger sizes of tissue specimens, the potential for
implementation into routine clinical workflow was not directly
assessed. We studied the feasibility of using CSM to quickly
scan large pieces of fresh breast tissue and accurately interpret
the images by employing two strategies that directly simulate
workflow and address the needs of the pathologist.

1. Produce confocal mosaics of large, fresh breast tissue
within 10 min of receiving tissue, and simulating the
need for examination of entire tissue specimens.

2. Examination of mosaics with varying magnifications
(using 2× to 20× objective lenses) by a board-certified
pathologist, emulating the conventional process for
examination of H&E-stained slides for diagnosis.

Under these conditions, the discernment of invasive neoplas-
tic and nonneoplastic features is possible to identify with CSM
mosaics of fresh human breast tissue. We found very good con-
cordance between CSM mosaics and the corresponding histopa-
thology. Most invasive mammary carcinomas were correctly
identified and the shape and invasive front of the tumor were
easily distinguished.

Not surprisingly, at this early stage of CSM imaging, we
found some limitations and the need for further development.
While the mosaics of 30 specimens showed concordance,
four were discordant. The four cases that were misdiagnosed
on the CSM images can be attributed to both technical difficul-
ties when imaging the tissue with the CSM microscope and
mismatch between the imaged plane (optical section) and
the physical H&E-stained section. For example, in the case
shown in Fig. 8, we suspect the following that the plane of tissue
in the CSM image and final H&E-stained section from the cor-
responding FFPE tissue is different. During the routine process-
ing to prepare the H&E-stained slide, the FFPE tissue block is
trimmed to obtain a full-faced section of the tissue for H&E
staining. This process of trimming the tissue may produce
an H&E-stained section that shows a tissue plane deeper
than the imaged surface, which may account for discordance.
Another possibility for the discordance is that the mucinous car-
cinoma did not produce a desmoplastic stromal reaction (H&E-
stained section, Fig. 8), and the absence of stromal desmoplasia
may have made it difficult to distinguish the focus of mucinous
carcinoma from the normal lobular breast parenchyma on the
CSM mosaic, which was called benign. To this end, we are
exploring techniques and methods to improve correlation
between histopathology and CSM images.

We suspect a technical difficulty with the leveling mecha-
nism. Our leveling mechanism (see Sec. 2) yielded good results
in majority of the specimens. For example, in the case of Fig. 9,
we believe that on one-half of the mosaic the imaging was
deeper into the tissue (where the image is blurred) and shallower
in the other half where there is clear showing of small benign
lobules and stroma. The leveling scheme is an iterative process
that is currently performed manually. The process is labor inten-
sive and time-consuming. Therefore, the leveling procedure is
performed only at the beginning of the day when other types
of tissue specimens, such as skin and head-and-neck, are some-
times imaged prior to breast specimens. It is possible for the
flattened sample surface and the focal plane to fall out of align-
ment during the change to other types of specimens. We are
currently developing an automated method to perform leveling
prior to scanning of each specimen.

As for technical difficulty with the tissue holder, we discov-
ered that in three cases it failed to apply pressure on the tissue
properly. In one case, the pressure was sufficient to flatten and
level the more pliable benign breast tissue producing a clear
image, but the same applied pressure was not enough to level
the center of stiffer and less compliant invasive carcinoma
(Fig. 10), which led to dark empty areas in the CSM mosaic
that were clearly invasive carcinoma in the H&E-stained

Fig. 10 Discordant case: (a) 1× view of CSM image and (b) 1× view
H&E-stained section. A case of moderately differentiated invasive car-
cinoma, with intermediate grade nuclei was misdiagnosed as benign.
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sections. In Fig. 11, the pressure applied to the soft adipose
tissue produced a clear image, but the firmer and relatively
less compliant sclerotic stroma around the DCIS was not pressed
completely on the glass causing that area of the image to be
blurry [Fig. 11(d)].

As with any technique, to perform the necessary studies and
progress toward implementation to evaluate fresh tissue during
intraoperative evaluation, a key requirement for pathologists
will be to learn to consistently and accurately read and interpret
CSM microscopy mosaics, in a manner equivalent to the exami-
nation of traditional H&E-stained slides. An advantage of this
CSM technique is the large FOVallowing the pathologist a com-
plete view of the entire tissue and the ability to quickly zoom in
on areas of interest. A system that mimics the way a pathologist
reads H&E-stained slides will likely make it easier to become
proficient at reading CSM images and gain acceptance.

Furthermore, to improve the learning curve and gain further
acceptance, another approach is for the appearance of mosaics to
be in colors and contrast that will be familiar. The CSM micro-
scope will be able to acquire images with two contrast mecha-
nisms, fluorescence and reflectance, simultaneously. This allows
us to use a nuclear contrast agent to highlight the nuclei in a
fluorescence image while acquiring a reflectance image of the
cellular and dermal collagen structures of the specimen. The
process simulates the staining mechanism of H&E histopathol-
ogy where hematoxylin provides the nuclear contrast and eosin
highlights the cytoplasm, connective tissue, and extracellular

substances. The fluorescence image and the reflectance image
will be combined and digitally colorized with purple and
pink spectrum such that the appearance of the CSM mosaics
emulates traditional H&E-stained histopathology. Therefore,
we use the term digital-H&E (dH&E) to describe this process.
Unlike many pseudocoloring techniques, which are “artificial”
(i.e., purely digital, without a physical basis), our digital-H&E
technique is based on biological and physical (optical) charac-
teristics of the tissue and the staining process to draw contrast,
similar to traditional H&E staining. Although a similar approach
that was reported in our earlier work in imaging skin,26 we expect
produce sharper images with the CSM microscope by correcting
for chromatic shift between reflectance and fluorescence images.
The integration of the mosaicking and dH&E approaches is in
progress.

An example dH&E image is shown in Fig. 12. Breast lobular
units are visible as a cluster of glands and ducts were visible as
round structures within the fibrous stroma. Histopathology
shows large lobules, with peripheral nuclei, corresponding to
the ones observed on the CSM mosaic. Breast ducts as seen on
fluorescence confocal microscopy appear as snake-like fluores-
cent tubular structures with two rows of cells.

In this report, we described our experience with examining
fresh breast tissue with a CSM microscope, which images an
area of 400 mm2 (about 2 cm × 2 cm) of tissue with cellular-
level resolution. The strengths of CSM imaging, which distin-
guishes it from conventional histopathology, are as follows:

Fig. 11 Discordant case: top-left and top-right are the 1× views of H&E-stained section and CSM image,
respectively. DCIS present as round open ducts with papillary architecture surrounded by a prominent
area of sclerosis (a) is blurred in the CSM image (c). Images (b, blue box) and (d, green box) are the
zoomed-in area of interface between stromal and adipose tissue. The stromal tissue seen clearly in the
H&E-stained section (b) is blurry in the CSM image (d). However, adipose tissue is imaged well in both
cases.
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• Direct observation of fresh tissue.

• The ability to scan large tissue areas [up to 2 cm × 2 cm in
total of less than 10 min (includes tissue staining, mount-
ing, and imaging times) with the current instrument].

• The possibility to produce mosaics with purple and pink
colored contrast equivalent to traditional H&E staining.

Finally, there is clear benefit for knowing if a breast margin is
positive during surgery since re-excision can be immediately
performed; avoiding the morbidity and cost of a second
operation. However, at our institution, we do not perform intra-
operative assessment of breast tissue margins because current
intraoperative techniques are inadequate for complete margin
assessment. The ability to scan large areas of fresh tissue poten-
tially allows this technology to be used as an alternative for
intraoperative assessment of tissue whether it is margin assess-
ment or conservation of small tissue specimens, or selection of
the most significant tissue for frozen section. In addition, the use
of CSM technique could be extended to: (1) evaluating intrapro-
cedural adequacy of core-needle biopsy procedures; (2) docu-
menting histology of biobanked tissues; (3) guiding tissue
selection for molecular studies; (4) targeting areas of interest
in fresh tissue during the grossing of specimens so that the num-
ber samples to be processed for histology is decreased.

5 Summary
CSM microscopy is among several emerging methods that is
nondestructive and that allows imaging of large, freshly excised

tissue specimens with cellular-level resolution. CSM images
may be useful for quick assessment of fresh tissue, and as an
adjunct to conventional histopathology. Our study on 34 spec-
imens highlights the potential utility of CSM microscopy. These
preliminary results are encouraging; CSM microscopy has the
potential to provide rapid evaluation of breast parenchyma.
We have presented the current technical difficulties in imaging
breast tissue. Since there appear to be no fundamental barriers,
the technical difficulties can likely be overcomewith better engi-
neering of the device. In addition to an improved device, further
studies and trials will be required to determine if CSM mosaics
can be used by the pathologist in actual intraoperative settings
to consistently and accurately identify changes in neoplastic
development, assess interobserver reproducibility and diagnos-
tic accuracy between CSM and traditional histopathology.
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